1. Introduction {#sec1-1}
===============

A subject of wide interest in the physical and life sciences is the noninvasive characterization of microscopic objects within a complex heterogeneous system through nonlinear optical microscopy \[[@r1]\]. Over the past decades, most of our knowledge about cell functions was derived from biochemical assays, which lack the capability of single cell analysis. Therefore, the basic aim of nonlinear microscopy is to perform single cell analysis, in order to enable the characterization of cellular systems with a level of detail that cannot be achieved with ensemble measurements \[[@r2]\].

Quantitative image analysis is fundamental for nonlinear microscopy and, of course, for stimulated Raman scattering (SRS) microscopy, too. The basic idea is that images of cells tend to give only an intuitive understanding of the structure and the spatial distributions of chemicals and organelles, while identification and quantification of such parameters are necessary in order to accurately compare images and make objective conclusions about an experiment. This is crucial for a number of applications spanning from imaging of living cells or tissues until biomedical diagnostic \[[@r2]\].

Computational approaches to bioimaging analysis are increasingly used to extract quantitative information about both the structure and dynamics of biological systems at the single-cell level. On this line of argument, recently, there has been a sudden increase in applications of quantitative biological imaging, a field that has been advanced by developments in optical imaging technology as well as in computational image analysis techniques \[[@r2]\].

Confocal \[[@r3],[@r4]\] and multiphoton fluorescence microscopy \[[@r5],[@r6]\] are important and powerful techniques for imaging of biological samples. However, these microscopic techniques show some limitations. Indeed, they require chemical labels that could interfere with biological functionalities; additionally, the photo-bleaching can introduce artefacts and limit the measurement repeatability. Therefore, it is desirable to implement real-time, three-dimensional imaging with high spatial resolution, high sensitivity, and high chemical selectivity of unlabeled living cells.

Raman microscopy can be used as a contrast mechanism based on vibrational properties. A typical Raman spectrum makes available information on the molecular and chemical structure of the sample, offering an intrinsic chemical selectivity. Nevertheless, linear Raman microscopy is limited to weak signals and the images acquisition times are very long \[[@r7],[@r8]\].

Coherent Raman Scattering (CRS) techniques are sensitive to the same molecular vibrations probed in spontaneous Raman spectroscopy, but unlike linear Raman spectroscopy, CRS techniques exhibit a nonlinear dependence on the incoming light fields and produce coherent radiation. In CRS, the two excitation beams are usually referred as pump and Stokes. When the difference in frequencies is resonant to a molecular vibration, a stimulated and coherent excitation of molecular bond vibration modes (third order non-linear process) occurs and a significant increase of Raman signal is obtained. Therefore, CRS microscopy makes possible to achieve images faster than conventional Raman microscopes \[[@r9]--[@r12]\].

So far, most CRS applications have been aimed at label-free imaging of lipids in a variety of samples from artificial model systems, to living cells and tissues. This prevalence is due to the important role of lipids in biology and to favorable signal strengths in CRS experiments. CRS microscopy can help to solve many open questions on lipid-related processes inside cells and tissues, which due to the limitations and artifacts associated with fluorescence lipid staining have been left open \[[@r12]\].

The recent development of SRS microscopy overcame coherent anti-Stokes Raman scattering (CARS) limitations and it provides better imaging mechanism (vibrational) contrast. SRS eliminates the non-resonant background problem, because the generated third order SRS nonlinear polarization is directly heterodyne mixed and amplified by the input beam with the exact same phase, therefore always resulting in a zero non-resonant contribution. In addition, SRS exhibits an identical spectrum as the spontaneous Raman and SRS signal is linearly proportional to the concentration of the analyte, allowing straightforward quantification \[[@r13]--[@r18]\].

In \[[@r19]\], Ji et al. described the use of (SRS) microscopy for differentiating healthy mouse brain tissue from tumor-infiltrated brain based on histoarchitectural and biochemical differences, while in \[[@r20]\], Ji et al. show that SRS reveals human brain tumor infiltration in fresh, unprocessed surgical specimens from a number of neurosurgical patients.

In \[[@r21]\], quantitative vibrational imaging by SRS microscopy was presented. SRS images were analyzed by a multivariate curve resolution (MCR) method to reconstruct quantitative concentration images for each individual component and to retrieve the corresponding vibrational Raman spectra. Using these methods, they demonstrate quantitative mapping i.e. maps of principal chemical components along with their respective vibrational spectra were generated. The merit of this method is to provide spatial locations of the analyte inside the cells based on their concentration, but no indications about their morphology can be obtained. In \[[@r22]\], Fu et al. demonstrate spectral phasor analysis method that allows to distinguish many different subcellular components. They obtain the spatial distribution of subcellular components, but no quantification of any subcellular components was reported. At least in our knowledge, for SRS microscopy, this is the first time that in single cell the morphology of subcellular components of the order of a few microns are automatically detected and quantified. This aspect represents the novelty of the paper and the uniqueness of the presented method.

In this paper, a methodology for delineating subcellular morphology with chemical specificity, combining SRS microscopy and image analysis technique, is presented. The paper is organized as follows: in paragraph 2 the details of SRS microscopy implementation and basic ideas about quantitative biological imaging are described; in paragraph 3, quantitative SRS microscopy based on 2D imaging technique is reported and discussed. Finally the conclusions.

2. Methodology {#sec1-2}
==============

In the field of laser spectroscopy, SRS was extensively studied as a highly sensitive tool of vibrational spectroscopy \[[@r23]--[@r25]\]. An important issue is its sensitivity, because the SRS signal is detected as a small change of intensity of the excitation beam, it can be deteriorated by shot-noise and laser intensity noise. It is important to take into account the laser intensity noise, because it can easily surpass the shot noise. The thermal noise can be negligible compared to the shot noise, when the optical power is of the order of a few mW. In order to achieve a shot-noise limited sensitivity for SRS, the basic idea is to take advantage of lock-in high-frequency detection scheme \[[@r23]--[@r27]\]. In this approach, to detect the signal, a high-frequency modulation transfer method is used. The intensity of the pump beam is modulated with an electro-optic modulator and the modulation transfer to the probe beam is measured with a lock-in amplifier (LIA), after blocking the pump beam with an optical filter. It is preferable to increase the modulation frequencies, because the relative intensity noise of laser pulses typically decreases with frequency. Increasing modulation frequency of the beam, at frequencies above 1 MHz, it allows to reach the intrinsic limit of photodetectors (PDs) \[[@r23]--[@r27]\].

In this paper, SRS microscope, based on femtosecond laser sources, is implemented. [Figure 1](#g001){ref-type="fig"}Fig. 1Schematic layout of SRS microscope: 1. Femtosecond Ti:Sa laser, 2. Synchronized Optical Parameter Oscillator, 3. Pockels cell, 4.Delay line, 5. Dicroic filters, 6. Mirror, 7. Laser scanning microscope, 8. Filters, 9. Detector. Inset in [Fig. 1](#g001){ref-type="fig"}: amplitude and phase of SRS signal measured by LIA. shows the schematic layout of the microscope.

In our experimental set up, we have two sources. The first one, used as a pump beam, is a fs Ti:Sa laser (Chameleon Ultra II) with a pulse duration of approximately 100 fs, a repetition rate of 80 MHz and emission wavelengths into the range 680-1080 nm. The second one, used as probe beam, is a fs synchronized optical parametric oscillator (Chameleon Compact OPO), pumped by the fs Ti:Sa laser. The OPO has a pulse duration of approximately 200 fs and a repetition rate of 80 MHz, it emits into the range of wavelengths from 1000 to1600 nm. Due to the possible combinations of Ti:Sa and OPO wavelengths, we investigate the CH-stretching range of the vibrational spectrum (2800 to 3050 cm^−1^). It is well known that SRS signal can be improved by one order of magnitude when fs pulses are used with respect to ps pulses. In addition, when fs pulses are used, the loss in spectral selectivity of SRS signal is not prejudicial when imaging lipids in the broad spectral range of CH bond vibrations \[[@r17]\].

In order to modulate the pump pulses amplitude, an electro-optic modulator (EOM 350-160 KD\*P CONOPTICS) was used, working at a modulation frequency of 4.5 MHz. The Ti:Sa and OPO beams were collinearly combined by a dichroic mirror (Semrock FF875-Di01-25x36), temporally overlapped by a delay line (Newport MOD M-ILS200CC) and focused inside the sample by a 60X high numerical aperture multiphoton objective (Nikon, Plan Apo IR, NA 1.27). We note that better collection efficiencies are obtained with higher-NA microscope objectives. This is especially important for the SRS techniques, where photothermal and position-dependent interference effects may introduce artifacts in the image \[[@r28],[@r29]\]. Such effects can be mitigated by choosing a high-NA microscope objective. Therefore in our set up, output pulses are collected by a 40X high numerical aperture multiphoton objective (Nikon, Apo 40X, NA 1.25). Afterwards, a stack of optical filter removes the pump pulses, while probe pulses are detected by PD (Thorlabs DET 10/N InGaAs). The output current is low-pass filtered (minicircuit BLP −5+) to suppress the strong signal due to the laser pulsing (80 MHz) and terminated with 50 Ω. The filtered current is measured by a high frequency LIA (SR844-200 MHz dual phase).

In the inset of [Fig. 1](#g001){ref-type="fig"}, a measurement of SRS spectroscopy is reported. It was carried out on a single point of a phosphate buffer solution in which polystyrene beads, with a diameter of 3 µm, are dispersed. The solution is placed inside a sandwich of two coverslips. In order to investigate a typical CH bond of polystyrene (Raman shift of 3054 cm^−1^), the pump signal was set to 809 nm with a focused power of 8 mW, while the probe signal was set to 1073 nm with a focused power of 8 mW. The temporal overlap of these two beams was obtained by scanning the delay line with steps of 0.001 mm corresponding to 13.3 fs time-shift. The time constant of the LIA was set to 3 ms with a slope of 18 dB/oct and 10 μV sensitivity. The measured values from LIA, in terms of phase and amplitude of SRS signal as a function of the probe-pump delay in ps, are reported in inset of [Fig. 1](#g001){ref-type="fig"}. The maximum value of SRS signal is obtained, when the best overlap between the two beams is achieved. In this case, a signal-to-noise ratio (SNR) of 8.3 is obtained.

Because SRS uses near-infrared excitation light, SRS imaging modality shares many of the imaging properties of a multiphoton microscope, including fast image acquisition and sub-micrometer resolution. Schematic diagram of a typical nonlinear optical imaging configuration implemented in a scanning microscope is the following: the excitation light is directed through two scanning mirrors (SM) which raster the focal spot across an X−Y plane within the specimen. At every point, the signal is recorded and used to reconstruct a two-dimensional image of the specimen. Commercial laser-scanning microscopes can be upgraded in SRS imaging modality with some important modification. Basically, SRS microscope can be constructed from a laser-scanning microscope by equipping a non-descanned forward detector with proper bandpass filters and LIA detection scheme.

In our case, SRS spectroscopy set up is integrated in an inverted research microscope (Eclipse TE-2000-E, Nikon) equipped with a fast mirror scanning unit (C2, Nikon). The excitation beams, overlapped in time and space, are directed into the microscope through the mirror scanning unit. After interaction with the sample, the beams are collected by a forward detector inserted in the inverted microscope. 2D image is obtained by synchronizing our forward detection unit with the microscope scanning unit. The synchronization is achieved by managing by PCI card (NI PCIe 6363), the electrical signal from the LIA and the digital signals from microscope scanning unit controller.

One of the primary tasks in quantitative image analysis of single cells, which is often necessary before other procedures can be executed, is image segmentation. The goal in image segmentation is to divide an entire field of view into discrete areas that represent meaningful objects. Additionally segmentation is used to partition organelles and structures within a cell as well. It is worthy of noting that with label-free nonlinear optical imaging, segmentation must be tailored to the intrinsic contrast modality. Therefore, quantitative biological imaging for SRS modality can be achieved not only with an optimization of microscopy apparatus but also with appropriate implementation of image analysis technique.

3. Results and discussion {#sec1-3}
=========================

In this section in order to validate the proposed methodology, two examples are reported and discussed. In the former, label free imaging of polystyrene beads (same sample used in the previous paragraph) is considered, while in the latter, label free imaging of fixed adipocyte cells is carried out. All the images, shown in this paragraph, are single recordings of 512 × 512 px with dimensions 60 μm × 60 μm and acquisition time of 16 s. The LIA time constant was set to 100 μs with a slope of 18 dB/oct and a sensitivity of 10 μV.

At the top of [Fig. 2(a)](#g002){ref-type="fig"}Fig. 2a) absorption image (top) and SRS image (bottom); b) segmented absorption image (top) and segmented SRS images (bottom)., the image obtained by linear absorption modality is reported. In this case, a single beam, i.e. the OPO at 1073 nm, is used and the transmitted beam intensity from the sample is measured by PD and directly acquired by the PCI card. At the bottom of [Fig. 2(a)](#g002){ref-type="fig"} the image obtained by vibrational SRS contrast is reported.

On both images a process of segmentation is performed. It is applied only on the field of view of the examined image, to avoid the generation of false regions in low contrast areas of the image. Because of the two images have been acquired according to two different modalities and show different intensity and contrast features, a specific segmentation process for each of them have to be applied. Concerning the absorption image, starting from some seeds identified in the lighter areas of the image \[[@r30]--[@r33]\], the segmentation process is based on a region growing process, allowing to obtain the contours of the regions at high intensity in gray levels. Concerning SRS image, the segmentation process is based on thresholding techniques (Multi Otsu Threshold Algorithm) \[[@r34],[@r35]\] and on methods for the identification of the contours in correspondence of high intensity variations of the gray levels of the image \[[@r36]--[@r38]\]. The main steps of the procedure adopted are listed in [Fig. 3](#g003){ref-type="fig"}Fig. 3The procedure for the segmentation of image I obtained by SRS. to obtain the segmentation of SRS image.

In [Fig. 2(b)](#g002){ref-type="fig"}, examples of the segmentation process are shown. At the top, the absorption image segmentation, while at the bottom, the SRS image segmentation are, respectively, reported.

As a test for our experimental set up, the temporal delay, introduced by the LIA in SRS image with respect to absorption image has been evaluated. The temporal delay is obtained measuring the spatial shift among the red-contoured regions in the absorption segmented image (top of [Fig. 2(b)](#g002){ref-type="fig"}) and the corresponding red-contoured regions in the SRS segmented image (bottom of [Fig. 2(b)](#g002){ref-type="fig"}). Afterwards the centroids of individuated regions are computed, the spatial shift value is obtained measuring their distance. In order to obtain a more accurate spatial shift measurement, this procedure is repeated for a number of regions and spatial shift value is obtained by averaging the values computed for each step. For the example in [Fig. 2(b)](#g002){ref-type="fig"}, taking into account the red contoured regions, the value of spatial shift computed along the x-axis is (183 ± 31) μs.

In [Fig. 4(a)](#g004){ref-type="fig"}Fig. 4a) SRS images; b) segmented images: red-contoured regions represent the selected polystyrene-beads for which some features have been computed., polystyrene beads images, obtained changing the objective microscope vertical axis with step of 1 µm, are reported, indicating the three dimensional sectioning capability of SRS technique.

In [Fig. 4(b)](#g004){ref-type="fig"}, the results of segmentation process performed on SRS images are shown. In order to evaluate possible morphological changes of the two selected red-contoured regions, some quantitative features as area, eccentricity, major axis, minor axis and average value of gray levels has been computed. The obtained results are summarized in [Table 1](#t001){ref-type="table"}Table 1Some quantitative measurements of two selected polystyrene-beads. a) results for the left red-contoured region in each image of [Fig. 4(b)](#g004){ref-type="fig"}. b) results for the right red-contoured region in each image of [Fig. 4(b)](#g004){ref-type="fig"}.I bead (a)II bead (b)ImageIntensity\
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We note that the investigated part of sample inside the field of view has a shape of an approximate spherical cap and, while on the border it is possible to individuate some single bead, when we move towards the center, conglomerates of beads are more frequently present. This is evident looking at the top of [Fig. 2(a)](#g002){ref-type="fig"}, in which absorption image is reported.

Observing the results in [Table 1](#t001){ref-type="table"}, concerning the bead (a), which is placed on the border of field of view, we note that the biggest differences between major and minor axis is of about 0.3 μm. We consider negligible this difference and we conclude that the individuated object is spherical as expected.

In [Table 1](#t001){ref-type="table"}, concerning bead (b), which is placed at center of field of view, we note that a conglomerate is individuated. In this case the differences between major and minor axis are of about 1 μm, (with the exception for the quote Z6, for which its value is of about 2 μm) and we conclude that an elliptical object is individuated. We note that conglomerate is the most challenging case for our algorithm. The low image intensity variations and the low contrast can cause the difference of the individuated shape object with respect to the expected one. However, even if a slightly distortion is observed, we note that the calculated values of minor and major axis are always smaller than the single bead diameter. There are a few exceptions. For quotes Z1 and Z5, the differences between calculated major axis and single bead diameter are 0.2 and 0.3 μm, respectively. Therefore, we consider negligible these differences, whereas the only significant difference is obtained for the quote Z6 for which its value is about 1 μm.

SRS has proven to be particularly powerful for studying lipid rich structures. The relatively isolated Raman peaks associated with vibrational states of the CH bond, which are abundant in fatty acid molecules, provide a unique signature for lipids inside a cell. Additionally the densely packed structure of a lipid body (lipid droplets (LDs)) provides an especially strong signal for SRS microscopy. LDs are cellular organelles, participating in a broad variety of physiological processes and are found in many different cell types. Their sizes vary from some tens of nm to tens of μm in diameter \[[@r39],[@r40]\]. A major application of CRS microscopy in quantitative studies of LDs is the monitoring of their numbers and sizes. \[[@r41],[@r42]\]. The morphological dynamics of LDs are most striking in adipocytes.

In our example, label free imaging of fixed adipocyte cells are carried out. Selecting a Raman shift of 2845 cm^−1^ and increasing of 1μm the vertical axis of objective microscope, the images reported in [Fig. 5(a)](#g005){ref-type="fig"}Fig. 5a) SRS images; b) segmented images: red-contoured regions represent the selected LDs for which some features have been computed. have been obtained.

In [Fig. 5(b)](#g005){ref-type="fig"}, the results of segmentation process, performed on SRS label free images of adipocyte, are reported. The quantitative results for two selected LDs (red-contoured regions in [Fig. 5(b)](#g005){ref-type="fig"}) are summarized in the [Table 2](#t002){ref-type="table"}Table 2Some quantitative measurements of two selected LDs. a) results for the left red-contoured region in each image of [Fig. 5(b)](#g005){ref-type="fig"}. b) results for the right red-contoured region in each image of [Fig. 5(b)](#g005){ref-type="fig"}.I lipid droplet (a)II lipid droplet (b)ImageIntensity\
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Concerning adipocyte cells images, we note that for individuated object no particular shape is expected, since they can blend in a unique three dimensional complex structure. Observing the results in [Table 2](#t002){ref-type="table"}, concerning the LD (a), we note that the minimum value of differences between major and minor axis is of 3.2 μm, while the maximum value is of 4.6 μm. Concerning the LD (b), the minimum value differences between major and minor axis is of 0.9 μm and the maximum is of 2.8 μm.

Observing the data reported in [Table 2](#t002){ref-type="table"}, we note a significant changes of some parameters of two selected LDs. For example, concerning LD (a), its area value calculated at Z6 quote is about twofold the one calculated in Z1. Concerning LD (b), its area value calculated at Z6 quote is sixfold the one calculated in Z1. Our findings prove that proposed methodology allows to verify the presence of the LDs inside the cell, to evaluate their morphology, to demonstrate the importance of accurately compare images and to make objective conclusions about an experiment.

4. Conclusions {#sec1-4}
==============

In this paper, in order to delineate subcellular morphology with chemical specificity, a methodology, based on combination of SRS microscopy and image analysis technique, has been developed and tested on label free imaging of polystyrene-beads and adipocytes. Our findings demonstrate that SRS microscopy combined with a careful evaluation and selection of processing algorithms can lead to an accurate segmentation of LDs inside a single cell.

The proposed methodology is a simple, efficient and robust approach, which could be a multipurpose solution to a number of different biological problems, starting from functional analysis of single living cells to noninvasive diagnosis of human diseases and translational medical imaging applications.
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